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Simple Template-Based Method to Produce
Bradbury-Nielsen Gates

Oh Kyu Yoon, Ignacio A. Zuleta, Matthew D. Robbins,
Griffin K. Barbula, and Richard N. Zare
Department of Chemistry, Stanford University, Stanford, California, USA

A Bradbury-Nielsen gate (BNG) consists of two interleaved and electrically isolated sets of
wires and can transmit or deflect charged particles by applying a varying voltage difference
across the two wire sets. We present a simple template-based method to fabricate BNGs with
wire spacings as small as 50 �m with minimal use of a microscope. The small wire spacing
allows modulation rates at tens of megahertz. Using this method, we have fabricated four
BNGs with wire spacings of 500, 200, 100, and 50 �m using 10 �m gold-coated tungsten wires.
The performance of the four BNGs is characterized using an imaging detector and compared
with theoretical predictions. (J Am Soc Mass Spectrom 2007, 18, 1901–1908) © 2007 American
Society for Mass Spectrometry
Electron/ion gates and deflection plates are widely
used in electron microscopy, mass spectrometry
(MS), and ion mobility spectrometry (IMS) to

control the motion of charged particles. One of the most
convenient and ideal forms of these electron/ion optics
is known as a Bradbury-Nielsen gate (BNG), which
consists of two interleaved and electrically isolated sets
of wires (Figure 1). Charged particles are transmitted
through the BNG when the two wire sets are at an equal
potential. When voltages that are equal in magnitude
and opposite in polarity are applied to the two wire sets
in vacuum, the charged particles are deflected into two
separate branches. If the deflection angles are large
enough, the charged particles can be directed to collide
with the chamber and not reach the detector. Under
high-pressure conditions, deflection can result in parti-
cle annihilation by contact with the wires. Thus, the
BNG can be used to modulate or gate electron or ion
beams by applying voltage pulses on the BNG wire
pairs.

The main advantage of the BNG is that the electric
field decays very rapidly as a function of distance from
the plane of the wire sets because the fields from
opposite polarity wires cancel each other. The deflec-
tion region, where the field is not zero, ends at about
one wire spacing away from the BNG in either direc-
tion. Complete deflection or transmission occurs when
a charged particle enters and exits the narrow deflection
region while the BNG is in a single state. If the voltage
applied to the wires changes when a charged particle is
in the deflection region, the particle will experience
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partial deflection, which leads to blurring of the deflec-
tion angles at the rising and falling edges of the voltage
pulses [1]. Better temporal response can be achieved by
reducing the wire spacing and thus the length of the
deflection region. Another advantage to reducing the
wire spacing is the reduction in the applied voltage
necessary to achieve the same deflection angle. The
main drawback to reducing BNG wire spacing is the
increased complexity of fabricating the BNG.

BNGs were first proposed by Loeb [2] and demon-
strated by Cravath [3] in 1929 as electron filters. They
were further developed by Bradbury and Nielsen in
1936, where the name of the device originates [4]. Their
first use in time-of-flight mass spectrometry (TOFMS)
for precursor ion selection was described by Weinkauf
et al. [5] in 1989. In this work, only ions within a
selected mass-to-charge ratio window are transmitted
by the gate during short “on” voltage pulses applied to
the BNG. Since then, many groups have reported sim-
ilar applications of BNGs in TOFMS [6–8]. The ion
gates are also commonly used in ion mobility spectrom-
etry (IMS) to control the injection of ion packets into the
drift tube [9–13]. The most demanding application of
BNGs is Hadamard transform time-of-flight mass spec-
trometry (HT-TOFMS) [14–16]. In this technique, a
continuous ion beam is modulated by the BNG at 10 to
50 MHz with a pseudorandom binary Hadamard se-
quence. The detected signal is a superposition of mass
spectra from the multiple ion packets. With the knowl-
edge of the sequence used to modulate the ion beam,
the signal can be mathematically deconvoluted to re-
cover the original mass spectrum with improved sensi-
tivity and/or acquisition rate. Hadamard transform

IMS was reported recently using BNGs [17–19].
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The needs for both better time resolution and
shorter, easier fabrication have pushed several groups
to develop novel and creative methods of making
BNGs. The most common method is to weave wires into
two sets of holes on an insulating frame with a wire
spacing of �1 mm [7, 20, 21]. Some other methods
include weaving against the threads on nylon bolts [22],
etching a thin metal foil [23], and wire-bonding to metal
deposited on ceramic frame [24]. Brock et al. [14, 25]
reported a BNG wire spacing of 0.16 mm in 1998
achieved by manually weaving wires onto an etched
silicon frame under a microscope. This work represents
a significant improvement in reducing the wire spacing,
but the procedure is extremely laborious, requiring
several days to complete the assembly [26]. In the
method developed by Kimmel et al. [27] in 2001, 0.1
mm-spaced V-grooves are machined on a plastic mount
and then, two wire sets are wrapped into the grooves
under a microscope while maintaining a steady tension
on the wires. This weaving procedure can be completed
in �3 h. Microfabricated BNGs have been reported
recently [28–30]. In the method developed by Zuleta
and Zare [29], BNGs can be constructed with wire
spacings as small as 15 �m and a maximum active area
of 5 mm � 5 mm. The procedure, which involves
extensive clean room work, requires days to fabricate a
batch of devices using deep reactive ion etching (DRIE)
of silicon-on-insulator (SOI) substrates. This represents
a substantial upgrade for applications where microfab-
rication capabilities are available and the ion beams are
smaller than a few millimeters wide.

Two of the main difficulties in reducing the wire
spacing of BNGs are precise positioning of the wires
and electrically separating the two wire sets. Other

Figure 1. Schematic of a Bradbury-Nielsen gate (BNG). A BNG
consists of two interleaved and electrically isolated sets of wires.
The charged particles are transmitted through the BNG when the
two wire sets are at an equal potential (Beam “ON”). When
voltages that are equal in magnitude and opposite in polarity are
applied to the two wire sets in vacuum, the charged particles are
deflected into two separate branches (Beam “OFF”).
concerns are maintaining tension in the wires, dealing
with wires breaking during fabrication, and the time
required to fabricate. Here, we describe a simple and
quick method to manually fabricate a BNG [31]. The
main advantages of this method are that BNGs with
wire spacings as small as 50 �m and large active areas
can be produced with minimal use of a microscope. The
wire weaving time is less than two hours for a gate with
50 �m wire spacing and less than one hour for a gate
with 100 �m spacing. Using this method, we fabricated
BNGs with wire spacings of 500, 200, 100, and 50 �m,
and characterized their properties and performance
including ion beam deflection imaging.

BNG Fabrication Method

The main challenge in fabricating a BNG is precise
positioning of wires with a very small inter-wire spac-
ing. In the method described here, this challenge is
overcome by weaving wires onto templates that have
wire insertion features that facilitate alignment. The key
idea is that the wire positioning is done at a distance
much larger than the actual wire spacing. Figure 2a
shows schematics of such a structure. The front face of
the template has V-grooves that run vertically with a
spacing of twice the desired wire spacing. The top
and the bottom surfaces have wire insertion features
that are aligned with the grooves and positioned
along a line at a steep angle. Although the grooves
are spaced by 100 or 200 �m, the slots are spaced by
1 mm, which is easy to resolve by eye. By positioning
wires into the matching wire insertion features on the
top and bottom surfaces we guarantee that the wires
are inserted into grooves on the front face of the
template. Thus, precise positioning of wires with
spacings too small to resolve by eye is easily achieved
without the use of a microscope.

Another challenge in fabrication is electrical isolation
of two interleaved wire sets. This task is achieved by
using two templates. The key idea is that wires are
weaved onto two separate templates at twice the de-
sired wire spacing and then the two templates are
mated face-to-face (Figure 2b). The groove structure
ensures that the two wire sets are placed between each
other in the same plane. Though the two wire sets are
initially separated by the depth of the grooves, they are
brought to the same plane as they are secured onto a
plastic mount. Electrical separation of the two wire sets
is attained by inserting thin insulating sheets between
the wire sets when mating the templates. Teflon, Ultem
1000, and FR-4 printed circuit boards have been suc-
cessfully used as insulating materials.

Figure 2c is a picture of a template. The templates are
created from aluminum using conventional machining
such as milling and wire electric discharge machining
(EDM). The templates are then anodized for a black
finish to have higher contrast with the gold-coated
tungsten wires. The anodizing also removes sharp
edges from the templates so that the wires will not be

cut on the edges during weaving. The template in
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Figure 2c has V-grooves spaced by 200 �m and the
alignment features by 1 mm. The V-grooves are created
using a 90 degree V-groove cutter and the wire inser-
tion features using wire EDM. The wire EDM can cut
out 150 �m features using 100 �m diameter wire at a
reasonable price, but the price goes up for smaller sizes.
To achieve 200 �m spacing between the alignment
features that are 150 �m wide, the alignment features
must be slightly bent at the opening for mechanical
strength as shown in the magnified pictures in Figure
2c. A detailed mechanical drawing of the alignment
features are shown in the Supplementary Material
section Figure S1 (which can be found in the electronic
version of this article).

Figure 3a summarizes the overall weaving proce-
dure, and Figure 3b presents a picture of the weaving
device. When weaving wires onto a template, wire

Figure 2. Template with wire insertion features. (a) Schematic of
a template (not drawn to scale). The front face has V-grooves that
are spaced by twice the desired wire spacing (2d), and on the top
and bottom are wire insertion features that are positioned along a
line at an angle. The distance between the insertion features are
much larger than the distance between the V-grooves. (b) Sche-
matic of two templates mating face-to-face. The groove structure
ensures that the two wire sets are placed between each other. (c)
Photos of a template that has V-grooves spaced by 200 �m.
tension is maintained through a small weight (15 g for
a 10 �m diameter wire). The wire spool and the
template are connected through a timing belt, so turn-
ing a handle rotates the template and unwinds the
spool. As the template is rotated, the wire is placed into
the wire insertion features on the template and wires
are precisely positioned on the V-grooves. After the
wires span the area of interest, both wire ends are fixed
to the template using Scotch tape and the wires on the
back of the template are detached and removed using a
cutter. This process is repeated for a second template.
When both templates are woven, thin insulating sheets
are placed between the two templates and they are
mated face-to-face. The mating may need to be done
under a microscope to ensure that the grooves comple-
ment each other.

After the weaving procedure, the templates are
placed on top of a plastic mount, where the plastic
mount fits into the square opening of the bottom
template (a detailed drawing of the plastic mount is
included in the Supplementary Material section as
Figure S2). Although it is possible to use the mated
templates as a BNG, it is preferable to transfer the wires

Figure 3. BNG weaving procedure. (a) Schematic of the BNG
weaving procedure. (b) A photograph of a BNG weaver. The
weaver consists of a wire spool (A), template (B), a handle (C), a

weight (D), a wire-guiding pulley (E), and a timing belt (F).
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to a plastic base. This is to ensure that the two wire sets
lie in the same plane and also to re-use the templates
repeatedly to fabricate more BNGs. However, the wire
spacing precision can degrade while transferring the
wires. The precision of the wire spacing can be main-
tained by using plastic bases with grooves at the desired
wire spacing, where the wires in the template grooves
are transferred to the grooves on the plastic. The
distance between the top of the plastic mount and the
wires is very small and this transfer can be achieved by
pushing the wires down with thin metal plates. The
wires are secured onto the plastic mount by screwing
the metal plates and applying a vacuum-compatible
conductive adhesive (CN2400 conductive epoxy,
Chemtronics, Kennesaw, GA). The adhesive is left to
dry for several hours. Then, the final BNG is released
from the templates by cutting the wires between the
plastic mount and the templates using a full-flush
cutter.

If only one template is available, the process can be
done in two steps using the same template. In this
procedure, wires are woven on the template and are
transferred to the plastic base. After the conductive
epoxy dries, the wires are cut to release the template
and the process is repeated for the second wire set. In

Figure 4. Photographs of four BNGs. (a) 100 �m wire spacing
BNG. A 10 �m diameter gold-coated tungsten wire and plastic
base made from are used. (b)–(e) The wires on the BNGs viewed
through a microscope. The wire spacings of the fours BNGs are
500 (b), 200 (c), 100 (d), and 50 �m (e).
the second step, the wires are woven on the template
and then the wires must be inserted between the
existing wires on the plastic under a microscope.

The V-grooves on the template should be spaced by
twice the desired wire spacing (2d). BNGs with wire
spacings that are multiples (2d, 3d, 4d, etc.) of d can also
be produced using the same template by skipping an
appropriate number of V-grooves. BNGs with wire
spacings that are half of d (d/2) can also be produced by
mating two templates and following the procedures for
a single template.

BNG Characterization

Using the fabrication method described, four BNGs
with wire spacings of 500, 200, 100, and 50 �m have
been fabricated using 10-�m diameter gold-coated
tungsten wires (California Fine Wires Inc., Grover
Beach, CA). Two templates with V-grooves spaced by
200 �m were used to make all four BNGs. The four
BNGs were characterized physically and their static
deflection performance was determined using ion beam
images.

Physical Characteristics

Figure 4 shows the four BNGs fabricated using the
present method and Table 1 summarizes some of their
physical characteristics. The standard deviation of the
wire spacing was measured from the distances between
the intensity maxima of the images of the BNG wires
taken using a digital camera and a microscope. The
active area is defined by the opening of the plastic base
(15 mm � 15 mm) and the number of wires that span
across the opening. The transmission in Table 1 is not an
experimentally measured value and is calculated from
the wire diameter and the wire spacing. The weaving
time is the time taken to weave the wires and does not
include the time for the conductive adhesive to dry. The
capacitance of the BNGs was measured using an LCR
meter (Passive Component LCR Meter 380193; Extech

Table 1. Characteristics of BNGs made using 10 �m diameter
gold-coated tungsten wires

Wire spacing 500 �m 200 �m 100 �m 50 �m

Spacing std dev 10 �m 14 �m 6.5 �m 9 �m
(% std dev) (2%) (7%) (6.5%) (18%)
Active Area (mm

� mm) 15 � 15 15 � 15 15 � 15 15 � 12.5
Number of wires 30 75 150 250
Transmission 98% 95% 90% 80%
Weaving Timea 15 min 30 min 1 hour 2 hours
Capacitance
(Theoreticalb)

10 pF
(5 pF)

23 pF
(14 pF)

42 pF
(35 pF)

80 pF
(76 pF)

Deflection
coefficient kc 0.378 0.485 0.618 0.852

aThis is the weaving time, which does not include the time for the
conductive epoxy to dry.
b
Calculated using eq 1.
cCalculated using eq 4.
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Instruments, Waltham, MA) at 1 kHz. The theoretical
capacitance is adapted from the equation for the capac-
itance of parallel wires [32]

C �
N��0L

cosh�1(d ⁄ 2R)
(1)

where N is the number of wires, �0 is the vacuum
permissivity, L is the wire length, d is the wire spacing,
and R is the wire radius. The deflection coefficient is
calculated using the equation derived previously [1].

Beam Imaging

To characterize the different deflection from the four
BNGs, deflected ion beam was imaged using a mul-
tichannel plate (MCP) detector fitted with a P22 phos-
phor screen (Burle Electro-Optics Inc., Sturbridge, MA).
Images were recorded using a standard CCD camera
and frame grabber (PCI-1409; National Instruments,
Austin, TX). Electrospray ionization (ESI) was used to
deliver 2 mM tetrabutyl ammonium into the instru-
ment. A spray voltage of 2.5 kV was used. The ion
source consists of a heated capillary operated at 270 °C
followed by an off-axis skimmer and a quadrupole ion
guide driven at 2.94 MHz and 150 V (peak-to-peak).
After the ions are transferred to the vacuum region of
the mass spectrometer, the ions are accelerated to 1.5
keV and then focused by an Einzel lens through the
BNG onto the detector. The distance between the BNG
and the MCP detector is 82 cm. Ion deflection experi-
ments are done in a flight tube that is evacuated to 2.0
� 10�7 torr. The BNG was floated at the same voltage as
the flight tube and the voltages applied to the wires
were between �13 V and �24 V relative to the flight
tube voltage. Some of the ion beam deflection images
are shown in Figure 5 and 6a for various deflection
voltages and wire spacings. More images are included
in the Supplementary Material section as Figure S3
(which can be found in the electronic version of this
article). The pixels on the images were converted to
distance by calibrating against the dark count image
and the known size of the MCP. The ion beam position
was extracted by fitting a Gaussian function to the

Figure 5. Ion beam deflection as a function of deflection voltage.
Static deflection images for a BNG with a wire spacing of 100 �m.
Twelve deflection voltages were used from 13 to 24 V.
intensity profiles.
Discussion

Guideline for Wire Spacing Selection

A BNG is an ideal deflection plate capable of deflecting
a beam of charged particles within a very thin volume.
This property is derived from the positive and negative
voltages applied to alternating wires, which cancels out
the electric field. Thus, a BNG is well suited for appli-
cations that require rapid switching of charged particle
beams, such as mass selection in TOFMS or ion beam
modulation in HT-TOFMS. For many applications, a
BNG with a wire spacing of 0.5 mm or larger is
sufficient to achieve the time resolution in switching a
beam of charged particles. Such large wire-spacing
BNGs are easy to fabricate and many methods are
available. Other applications demand more rapid

Figure 6. Ion beam deflection for BNGs with varying wire
spacings. (a) Static deflection images for four BNGs with wire
spacings of 500, 200, 100, and 50 �m. The deflection voltage was 19
V. (b) A plot of deflection distance versus deflection voltage for
the four BNGs. The error bars are taken from the size of the

deflected ion beam.
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switching and require the construction of BNGs with
smaller wire spacings, which is the topic of this article.

As a rule of thumb for determining the necessary
wire spacing, the following equation can be used:

d �
�T

2 �2zeV0

M
(2)

where d is the BNG wire spacing, �T is the required
time resolution, z is the number of charges on the ion, e
is the electron charge, V0 is the acceleration voltage of
the charged particle, and M is the mass of the charged
particle. The BNG electric field decays to nearly zero at
a wire spacing distance d away from the plane of the
BNG. Thus, a charged particle must travel at least twice
the wire spacing (2d) during �T. This is because if the
BNG voltage is turned on when the charged particle is
within the deflection region (2d), the particle experi-
ences partial deflection and leads to blurring of deflec-
tion angle [1]. For an ion of mass 20 kDa and kinetic
energy 1500 eV, the equation predicts a wire spacing of
100 �m or less for a time resolution of 50 ns (modula-
tion at 20 MHz). Thus, for a constant kinetic energy
beam, as the time requirement becomes more stringent,
smaller spacing BNGs are necessary. Smaller wire-
spacing BNGs have less temporal blurring of deflection
from this phenomenon and also have the advantage
that smaller voltage is required to achieve the same
deflection.

Physical Characteristics of BNGs

As shown in Figure 4, the fabricated BNGs have regu-
larly spaced wires on a plastic base that were trans-
ferred from the templates with alignment features. Both
Ultem 1000 and Delrin have been used as the material
for the plastic base and are compatible with high
vacuum. The wires are secured on the plastic base using
metal plates and conductive epoxy. The conductive
epoxy takes several hours to set so the BNGs should be
left to dry in air for at least one day before putting into
vacuum.

As shown in Table 1, the precision of the wire
spacing is about 10 �m. This limit in precision mainly
results from the radius of curvature of the troughs of
the V-grooves and the displacement of the wires during
transfer from the templates to the plastic. Effects of the
wire spacing precision on the performance of the BNGs
will be discussed in the subsequent section.

The capacitance of the BNGs was measured to be
below 100 pF. The main contributions to the increased
capacitance for smaller spacing BNGs are the reduced
spacing and the increased number of wires. The RC
time constant contribution from the capacitance of the
BNGs is small such that the rise time of the voltage
pulses is not affected. However, the transient current
during the voltage switching can be substantial, and

higher power requirement and better heat dissipation is
necessary for faster modulation rates and smaller wire

spacing BNGs. Using I � C
dV

dt
, the transient current for

a 20 V voltage pulse with a 3 ns rising edge is calculated
to be 67 mA for 10 pF and 0.67 A for 100 pF. The power
requirement also goes up with the modulation rate
because of the increased number of rising and falling
edges. It is necessary to place a snubber circuit close to
the modulation electronics to relieve the stress that the
switching circuit must endure.

Performance of BNGs

To test the performance of the BNGs fabricated using
the template-based method, static ion beam deflection
images were recorded as described previously. Figure 5
shows an ion beam deflected into two branches by a 100
�m wire spacing BNG at deflection voltages Vp from 13
V to 24 V. Figure 6a is a comparison of images at Vp of
19 V using four BNGs with wire spacings of 500, 200,
100, and 50 �m. The deflection angle increases with
larger voltage and smaller wire spacing. More ion beam
deflection images are found in Supplementary Material
section Figure S3.

An expression for the deflection angle has been
derived previously [1]. If the deflection voltage is
turned on and then off when an ion beam is at positions
x0 and x1 relative to the plane of the BNG, the tangent of
the deflection angle is given by

tan�(x0, x1) � k
Vp

V0
�2

�
arctan(�x1 ⁄ deff)

�
2

�
arctan(�x0 ⁄ deff)� (3)

where k is a deflection constant, Vp is the deflection
voltage (�Vp on one wire set and �Vp on the other), V0

is the acceleration voltage of the ions, and deff is the
effective wire spacing. The deflection constant k and
effective wire spacing deff are functions of the wire
spacing d and the wire radius R, and are given by

k �
�

2ln[cot(�R ⁄ 2d)]
(4)

deff � d cos(�(d � 2R) ⁄ 4d) (5)

For the imaging experiments, the deflection voltage
was fixed and the maximum deflection is achieved
according to the following equation.

tan�max � k
Vp

V0

(6)

Figure 6b shows the distance between the two de-
flected ion beam branches at several deflection voltages

for the four BNGs. The markers are the experimentally
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measured distances and the solid lines are the theoret-
ical values calculated using eq 6. For the 50 �m wire
spacing BNG, the ion beam is partially deflected out of
the MCP detector above 19 V, and quantitative mea-
surement of deflection distance was not possible. As
predicted by eq 4 and 6, the deflection is linear in Vp

and inversely logarithmic in d. The ion beam size after
deflection was used for the experimental error bar. The
error bar is much larger for the 50 �m wire spacing
BNG because the wire spacing is very small and the
deflection angle is more sensitive to the variations of
wire spacing. This blurring in deflection angle for 50
�m spacing BNGs should not be confused with the
temporal blurring for larger wire-spacing BNGs.

The residence time �res is the time required for an ion
to pass through the deflection region of the BNG, where
there is electric field. Because the electric field decays
exponentially from the plane of the BNG and is almost
zero at a distance of one wire spacing (d) away from the
plane of the BNG, the deflection region is twice the wire
spacing (2d) long. Thus, the residence time is defined as

�res �
2d

v0

� 2d� M

2zeV0

(7)

where d is the wire spacing, v0 is the speed of the ion, M
is the mass, e is the electron charge, and V0 is the
acceleration voltage of the ion. The residence time �res

has to be smaller than the modulation pulse time width
�Tmod (100 ns for 10 MHz modulation). If the voltage on
the BNG switches while an ion is travelling in the
deflection region of the BNG, the ion will experience
only partial deflection. This causes temporal blurring of
the ion beam deflection at the detector. If �res is longer
than twice �Tmod, then BNG will be switched on and off
several times during the ion travel in the deflection
region and the modulation information will be lost.
Thus, �res determines the time resolution of the BNG.

As a demonstration of ion beam modulation, a 100
�m wire spacing BNG was used for HT-TOFMS [14–
16]. A continuous ion beam was modulated at 10 MHz
using a Hadamard sequence and deconvoluted as
shown in Supplementary Materials Figure S4. Electro-
spray ion beam images and counts measured while
modulating the BNG also are shown in Supplementary
Materials Figures S5 and S6.

Figure 7 compares the advantages and disadvan-
tages of small-spacing BNGs. As the wire spacing is
reduced from 500 �m to 50 �m, the deflection constant
k is increased from 0.38 to 0.85 and the residence time is
reduced from 186 ns to 19 ns for an ion of mass 10,000
Da and kinetic energy 1500 eV. This means smaller
voltages can be applied on the BNG and the maximum
modulation rate can be 50 MHz for mass of 10,000 Da.
The transmission, however, is decreased from 98 to 80%
as the wire spacing is reduced from 500 �m to 50 �m for
BNGs that use 10 �m diameter wires. For wire spacing

precision of 10 �m, the deflection is not sensitive to wire
spacing variations for wire spacings larger than 75 �m.
For smaller wire spacings, however, the deflection
becomes increasingly sensitive to variations in wire
spacing, which can lead to blurring in deflection angle.
For wire spacing of 50 � 10 �m, the deflection constant
k has a relative standard deviation of 11%. If the wire
spacing precision can be improved to 5 �m, the deflec-
tion angle will be better defined at 50 �m.

As an extension to this work, the templates could be
microfabricated by etching silicon wafers using photo-
lithography and deep reactive ion etching (DRIE) or
anisotropic HF etching. Two sets of grooves at a spacing
of twice the desired wire spacing (2d) should be micro-
fabricated on front and back surfaces of the wafer
displaced by d from each other. Wire insertion features
could be patterned on the grooves. Because one tem-
plate has both sets of grooves, only one template is
necessary. Thicker wafers should be used because the
grooves need enough depth for the wires. Microfabri-
cated templates could have smaller groove spacing
(such as 20 �m wire spacing), but the diameter of the
weaving wires also have to be smaller and such wires
are not strong enough to be manually handled. Thus,
the main benefit of microfabricated templates would be
to increase the precision of wire placement.

To summarize, we have developed a simple method
to fabricate BNGs with wire spacings as small as 50 �m
with minimal use of a microscope. This method relies
on the use of two templates with alignment features
that facilitate the precise positioning of wires. BNGs
with wire spacings of 100 or 50 �m can be woven in one
or two hours. Using this method four BNGs were
fabricated and characterized using an imaging detector
and the experimental deflection measurements are in
good agreement with theoretical predictions. Although

Figure 7. Plot of performance figures of merit versus wire
spacing. The plot shows the deflection constant k calculated using
eq 4 (solid line), transmission T (dashed line,), and the residence
time �res calculated using eq 7 (dotted line). All calculations
assume a wire diameter of 10 �m. For the deflection constant k, the
error bar is calculated from the deflection constant at wire spacing
d � 10 �m. The residence time is for an ion of mass 10,000 Da and
kinetic energy 1500 eV.
small wire spacing BNGs are more difficult to fabri-
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cate, they have the advantages of better time resolu-
tion and smaller deflection voltage requirement. This
method provides a simple method to fabricate such
BNGs with the main applications in time-of-flight
mass spectrometry.
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